Electrode-heart interface: definition of the ideal electrode.
In dual-chamber pacing in order to maintain the advantages of small pulse generator size and volume, and increased longevity, it becomes necessary to reduce pulse generator output. This may be accomplished by optimizing the electrode-heart interface. New electrode designs may reduce polarization losses; perhaps even newer materials should be considered. The results of accumulated data must be applicable to long-term pacing.